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Abstract — Brain MRI, a safe and painless test that 
produces detailed images of the brain and the brain stem, 
can help detect cysts, tumors, bleeding, and other 
problems. In this paper some of the important issues 
regarding the acquisition and reconstruction of anatomical 
and DTI imaging of moving subjects are addressed; 
methods to achieve high resolution and high Signal to 
Noise Ratio (SNR) volume data. Excellent fetal brain 3D 
Apparent Diffusion Coefficient maps in high resolution 
have been achieved for the first time as well as promising 
Fractional Anisotropy maps. Growth curves for the 
normally developing fetal brain have been devised by the 
quantification of cerebral and cerebellar volumes as well as 
someone dimensional measurements. A Verhulst model is 
to describe these growth curves, and this approach has 
achieved a correlation over 0.99 between the fitted model 
and actual data. 
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I. INTRODUCTION 

Magnetic resonance imaging (MRI) is a medical 
imaging technique used in radiology to form pictures of 
the anatomy and the physiological processes of the body 
in both health and disease. MRI scanners use strong 
magnetic fields, magnetic field gradients, and radio 
waves to generate images of the organs in the body. 
Magnetic Resonance Imaging (MRI) has proved to be one 
of the most important and valuable imaging modalities 
that produce high quality clinical images in a noninvasive 
way. MRI of the central nervous system (CNS), especially 
the brain, is attracting the most interest both anatomically 
and functionally. Despite many well established MR 
techniques targeting various pathologies, technical 
obstacles remain in certain situations, for example, 
imaging subjects under motion. During standard MR 
scanning, especially brain examinations, the patient are 
normally required to keep still. However, this is onerous 
for patients with specific diseases, e.g., dementia, 
especially when scanned with sequences that require 
several minutes’ acquisition. Moreover, it is also very 
difficult for the pediatric patients to keep still without 
sedation. Even with sedation, those patients especially 
the neonates may be disturbed or woken up by noisy 
scanning sequences [2]. Most specifically, in-utero fetal 


MR imaging is very vulnerable to both the unintentional 
motion of the fetus itself and the mother’s respiration. 
Therefore, although highly desirable, there is currently no 
imaging technique from any imaging modality that can 
achieve high resolution volumetric imaging of the fetal 
brain. Besides anatomical MR imaging, motion will also 
cause severe problems to functional imaging. For 
instance, motion can invalidate diffusion tensor 
estimation in Diffusion Tensor Imaging (DTI). Motion will 
also bring error in functional MRI (fMRI) parameter, 
especially when there is intra-volume motion [8], 

An approach to acquisition and reconstruction of 
anatomical and DTI MR imaging suitable for use on 
moving subjects is developed; methods to achieve high 
resolution and high SNR volume data are proposed. They 
have been applied successfully for brain studies on 
subjects that cannot stay still; and in some cases were 
moving substantially during scanning. For example, 
awake neonates, confused or distressed adults and, 
especially fetuses, for which no conventional high 
resolution 3D method is currently available. 

A. Background Theory of MRI 

Magnetic resonance imaging is of immense use 
in clinical practice for producing anatomical and functional 
images to aid diagnosis as a powerful non-invasive 
medical imaging technique. Bloch and Purcell discovered 
the nuclear magnetic resonance phenomenon 
independently in 1946. Its use in image formation was not 
demonstrated until 1973 but by the early 1980s 
diagnostically useful images were being produced. 
Introduce the basic principles of magnetic resonance 
imaging which can be found in a number of texts. Then, a 
number of sequences, which have been used to acquire 
data for various facets of this work, are detailed [4]. 

B. Existing Challenges 

MRI has been widely adopted clinically as a 
crucial supplement for ultrasound in in-utero fetal 
examination especially for pathologic diagnosis. 
Techniques have been developed since 1983 to allow the 
early development of human brain to be studied in 


828 


www.iiitce.co.uk 



International Journal of Innovative Technology and Creative Engineering (ISSN:2045-8711) 

Vol. 1 0 No.8 AUGUST 2020 


superior detail as described in previous sections. 
However, many challenges remain [5], 

Anatomical Imaging: The unpredictable fetal motion 
has led to widespread use of single shot techniques, e.g. 
the ssTSE sequence, to freeze fetal motion and get a 
series of high quality 2D slices. However, in a 
conventional clinical exam, resolution and slice thickness 
are generally compromised to maintain signal-to-noise 
ratio (SNR). In addition, although parallel slices are 
prescribed in the scanner coordinates, the anatomical 
brain slices obtained are frequently inconsistent because 
of changes in fetal position between shots. It is therefore 
generally not possible to combine multiple slices into a 
self consistent view of the 3D brain. 

Functional Imaging: An even greater challenge is in- 
utero Diffusion Weighted Imaging (DWI) and Diffusion 
Tensor Imaging (DTI). This is mainly due to the technical 
barrier in the conventional diffusion weighted sequence 
that is highly sensitive to fetal motion and maternal 
respiration. Motion not only produces various artifacts in 
the diffusion weighted images, but also invalidates the 
evaluation of the diffusion tensor matrix, and of course, 
the ADC and FA values. Therefore, to increase the SNR, 
a large voxel size has to be used. However, high 
resolution because of the tiny size of fetal brain is very 
desirable to achieve better localization of the response 
[ 1 ]- 

II. METHODOLOGY 

In this paper, an approach to acquisition and 
reconstruction of anatomical and DTI MR imaging 
suitable for use on moving subjects is developed; 
methods to achieve high resolution and high SNR volume 
data are proposed. They have been applied successfully 
for brain studies on subjects that cannot stay still; and in 
some cases were moving substantially during scanning. 
For example, awake neonates, confused or distressed 
adults and, especially fetuses, for which no conventional 
high resolution 3D method is currently available. 

A. Acquisition Details 

For ex-utero scanning, including neonatal, pediatric 
and adult scanning, three multi slice sequence variations 
with either T2 weighted or dual echo achieving both T2 
and Proton Density weighted imaging were set up on a 
3.0 T Philips Achieva scanner using an 8 channel SENSE 
head coil 

B. Subjects 

This method has been tested on 11 neonatal subjects 
with multi slice T2 sequence as well as 6 adult data from 
the IXI cohort of normal volunteers with a dual echo 
sequence. Motion artifacts like spatial inconsistency in 
the through slice direction and aliasing were quite obvious 
in the original acquired image. For ex-utero scans, 
segmenting the brain from non-brain tissue is not needed, 
therefore, this is a fully automatic process. 


C. Registration and Reconstruction Algorithm 

The multi-slice data was separated into N separately 
acquired packages containing spatially separated 2D 
slices and each package was treated as an independent 
set of samples of the same rigid body object. One 
package that is most consistent and has least motion 
artifact is selected as the target for co-registering each 
package together at first. All the gap slices in each 
package are interpolated using cubic B-spline 
interpolation, thus making N synthesized volumes of the 
subject imaged under different spatial orientations [8], 

Volume-to-volume rigid body registration using gradient 
decent as the optimization method was implemented here 
to co-register these synthetic volumes. Then, these 
packages of interleaved slices but not these synthetic 
volume were then reconstructed together into a single 
volume using a scattered data interpolation algorithm 
based on multilevel b-spline interpolation with control 
point spacing in the through slice direction set to equal 
the slice gap in a single package. 

This results in a mean brain volume image that can be 
used as a registration target for each package. In all 
cases final reconstruction uses control points spaced at 
half the acquired resolution both in plane and through 
slice as this has been found to provide an effective 
balance of resolution and signal to noise ratio [6], 

D. Subjects and Scanning protocols 

Fetal brain images were acquired on a 1.5 T Philips 
Achieva scanner (Best, The Netherlands) using a 5 
channel torso array with a spin echo planar diffusion 
tensor sequence. The fetal brain images were pre- 
processed to isolate the region containing the head from 
the womb using a Semi-automated segmentation 
method. 

We first segment one loop of the fetal brain by roughly 
tracing the edge of the head manually to exclude maternal 
tissues. For a fetal data set consisting of 72 slices, the 
whole process takes around 20 minutes using Image. The 
fetal brain is then extracted from all the other images 
using registration based segmentation. This 
segmentation is later refined by interleaving it with the 
registration process used to determine slice alignment, 
allowing both registration and segmentation to be 
iteratively improved. 

All slices were inspected and the slices that were 
corrupted by in-plane motion were excluded before 
registration and reconstruction. A high resolution 
anatomical volume acquired with T2-W single short Turbo 
Spin Echo (ssTSE) dynamic sequence as described in 
SVR was also reconstructed for comparison. 

E. SVR Method 

To achieve high resolution 3D brain images of the fetal 
brain we have developed a complementary approach that 
uses dynamic single shot scanning to sample the spatial 
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region containing the brain with multiple overlapping 
slices. Image registration is then used to retrospectively 
align the images obtained based on the assumption that 
they represent a single rigid body undergoing an 
unknown motion. Having determined the correct location 
of each image in a self consistent anatomical space of the 
fetal brain, we regard the measured voxel intensities from 
all the slices as valid samples at known although 
irregularly spaced locations and use a scattered 
interpolation approach to reconstruct an optimal estimate 
of the 3D fetal brain [1], 

We term this concept of using dynamic single shot slice 
by slice imaging combined with retrospective alignment 
and data fusion to produce self consistent 3D volume 
images Snapshot MRI with Volume Reconstruction or 
SVR. Although inspired by fetal scanning it has wide 
application to imaging moving objects that can be 
assumed to have a constant shape, particularly when 
there may be other objects in the field of view that 
undergo differential motion and/or changes in shape. We 
have therefore tested the method in the general context 
of imaging the brains of subjects who cannot remain 
sufficiently still for conventional MRI examinations. 

III. IMPLEMENTATION OF THE MRI SYSTEM 

Fetal brain images were acquired on a Philips 1.5T 
Intera system. Test data and images of the brains of 
neonates, children and adults were acquired at 3T. The 
basic sequence uses ssTSE methods with half Fourier 
data collection to acquire multiple T2 weighted 2D slices. 
The imaging was performed as dynamic loops with the 
scanner operating continuously to acquire parallel slices 
at a rate of about 1/second. The scans were specified as 
loops of continuous and overlapping slices with slice 
thickness 2H and slice gap -H to allow slice separation H 
and achieve dense sampling as described before. Slices 
were acquired in 4 packages and within each packages 
starting at one extreme end in an interleaved order, For a 
slice acquisition rate of ~1/sec with 60 slices covering the 
region of interest the total loop time would be 60 seconds 
and for each acquired slice the closest slices were excited 
at least 15 seconds previously or subsequently so that the 
relaxation history in the vicinity of the current slice is 
effectively uniform. 

A. Registration Algorithm 

The method requires individual 2D slices to be 
registered to a 3D volume. This is a difficult problem, 
particularly in the premature brain which has less complex 
patterns of sulcation than adult brains. The rigid body 
transformations are specified by 6 parameters: 3 rotations 
and 3 translations; therefore, the optimization takes place 
in high dimensional space: R6. The problem present here 
is actually a global optimization. Therefore, the method 
used should ideally be tuned for the particular problem at 
hand - in this case, slice to volume registration using fetal 
brain MR images [8]. 


For registration of the adult and neonatal data, the 
same algorithm was used with different rotation ranges 
for each stage, since the head motion generally covers a 
smaller range of translations and rotations than for the 
fetus. Therefore, after initial volume-to-volume 
registration, a narrower range of rotations was adopted 
(e.g. -9 to 9 degree or -6 to 6 degree), and some stages 
with intermediate numbers of slices could be skipped to 
save computational time. If severe motion does occur, 
strictly following the fetal registration scheme provides 
excellent results. 

B. Test Data for Registration and Reconstruction 

In order to test the accuracy of slice-to-volume 
registration, we first used a set of adult MR images 
scanned with a T2-W ssTSE protocol using a T/R head 
coil. Each of the individual slices was registered to the 
target volume using slice-to-volume registration. To test 
the reconstruction accuracy a set of scattered data 
samples was created by sampling the gold standard 
object at random positions in all three dimensions. The 
number of samples was 8 times the number of gold 
standard voxels and the maximum sample separation 
was equal to the gold standard voxel size, so the data was 
both over-sampled and dense [6]. This scattered data 
was then reconstructed onto a regular grid using the 
multilevel scattered data approximation and compared 
with the gold standard. For both the registration and 
reconstruction tests noise was added to the gold standard 
data to recreate SNR levels similar as that of the actual 
fetal scans at 1.5T. To cover the entire neonatal brain 
required 72 slices for each loop in the transverse 
orientation, 80 slices for each loop in the coronal 
orientation and 64 slices for each loop in the sagittal 
orientation to be synthesized [8], the introduction of new 
mathematic theories, such as compressed sensing, may 
help improve the efficiency of advanced postprocessing 
methods and make them applicable in clinical practice. 

C. SNR Test 

The effect of data compounding and of the 
reconstruction on SNR and resolution were also tested 
with the neonatal dataset. Four copies of the data were 
created with regular samples at unit intervals, but shifted 
progressively by 1/4 of a slice thickness in the slice 
direction and with independent Gaussian noise added [8], 
Another numerical experiment was performed by adding 
independent Gaussian noise with increasing STD to the 
synthesized motion corrupted neonatal dataset to create 
data sets with SNR 11,8.3 and 6.7 corresponding to SNR 
values for slice thicknesses of 3.3mm, 2.5mm and 2mm 
respectively at typical 1.5T performance. These data 
were then reconstructed by SVR and compared to the 
original data [7], Finally motion corrupted fetal, neonatal 
and adult data sets were each reconstructed by SVR 
using a final lattice control point spacing of 0.5L (L = slice 
spacing in the scanner frame). The reconstruction 
programs were written in C++ and processing was done 
on a 1GHz Pentium PC. 
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IV. EXPERIMENTAL RESULTS 

Tests of the registration accuracy using synthesized 
motion corrupted data consisting of 4 loops in a 
transverse orientation with each slice undergoing a 
different rigid motion showed that all 249 slices were 
positioned accurately with cross correlation values above 
0.93 after the final registration step. We found that these 
results were robust to the SNR of the individual images 
and the noise in the reconstructed image was almost 
Gaussian as well. SVR reconstruction also preserved the 
original high resolution of the source slice data, while 
making the whole volume consistent in space as well as 
increasing the SNR. Two profiles at corresponding edges 
of both reconstructed volume and original slice are shown 
in Figure 1 (j-k) allowing direct visual comparison. This 
qualitative test confirms that edge sharpness in anatomy 
is well preserved as well [5], 

> Figure 1 (a)-(c) are acquired fetal MR transverse data 
viewed in Transverse, Coronal and Sagittal planes 
with 1.25mm. 1.25mm in-plane resolution and 2.8mm 
TH. 

> Figure 1 (d)-(f) are the corresponding views for 
averaged images from the full dynamic scan before 
motion correction. 

> Figure 1 (g)-(i) are the corresponding views 

reconstructed to 1.25mm isotropic resolution image 
after registration. 

> Figure 1 (j)-(k) are measured edge profiles of original 
acquired slice (marked as white line in (a)) and 
corresponding position at reconstructed image 
(marked as white line in (g)). 


Figure 1 (l)-(n) are the corresponding views of a preterm 
neonate born at 28 weeks and scanned at 34 week with 
0.98.0.98mm in-plane resolution and 1 mm TH. 



Fig. 1: Result for a normal fetus of 33 week gestational age. 


However, the 3T acquired data on adult brain we found 
that changing slice orientation resulted in differences in 
the data that introduced errors larger than the registration 
uncertainties. We interpret this result as evidence of slice 
distortion caused by changing interactions between the 
image encoding gradients and background susceptibility 
effects caused by the subject being in the scanner. In the 
adult brain data we collected we did not find this a 
significant problem at the lower field like 1,5T. We did not 
detect any slice distortion effects in the fetal data 
acquired, however since there is no motion free reference 
in this case we cannot rule this out [6], 

A. Fetal Results 

All twenty fetal datasets were successfully 
reconstructed. Two examples are illustrated here to 
display reconstructed results with different acquired slice 
thickness and with only parallel slices or slices from all 
three orthogonal orientations. Figure 1 shows data from a 
fetus of 33 weeks gestation scanned using 4 dynamic 
loops of 60. 2.5mm slices prescribed as nominally in the 
transverse orientation. Figure 2 shows data from a less 
mature fetus of 28 gestation weeks combining 4-loops of 
transverse, 2-loops of coronal and 2-loops of sagittal 
slices with slice thickness 2.5mm and 1.25mm slice 
separation. In these figures, the top row shows a single 
loop of the original fetal image data in a 3-plane view 
(transverse, coronal and sagittal) [3], Although the native 
(transverse) plane is as expected, the other views reveal 
motion corruption. Simply combining all the acquired 
slices without correcting for fetal motion resulted in 
blurred images (second row in Figure 1 - Figure 2). 



Fig. 2: Result for a normal fetus of 28 week gestational age. 


> Figure 2 (a)-(c) are acquired fetal MR transverse data 
viewed in Transverse, Coronal and Sagittal planes 
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with 1.25mm. 1.25mm in-plane resolution and 2.5mm 
TH. 

> Figure 2 (d)- (f) are the corresponding views for 
averaged images from the full dynamic scan before 
motion correction. 

> Figure 2 (g)- (i) are the corresponding views 
reconstructed to 1.25mm isotropic resolution image 
after registering slices from 3 orthogonal orientations. 

> Figure 2 (j)- (I) are the corresponding views of a 
preterm neonate born at 28 week and scanned at 30 
week with 0.98.0.98mm in-plane resolution and 1 mm 
TH [8], 

At the final stage of image registration, Data 1 (Figure 
1) uses 208 slices and Data2 (Figure 2) uses 327 slices. 
In each case a 1.25 mm isotropic reconstruction of a 3D 
self-consistent volume with improved SNR and high 
contrast between cortical grey and white matter is 
produced. Details of cortical folding and small structures 
in the cerebella are well displayed in all three planes (third 
row in Figure 1- Figure 2). Additionally, when compared 
to preterm born infants scanned at similar gestational age 
but at 3 Tesla (last row in Figure 1 - Figure 2), strong 
correlations in brain anatomy including cortical folding, 
deep white matter tracts and cerebellar structures can be 
found [2], 

B. Adult Results 

This method can also be applied to other brain studies 
in both children and adults, wherever motion is a problem. 
This has been first tried on an adult volunteer study in 
which the subject deliberately moved about once per 
second, including making head rotations of up to 15. For 
comparison, images were also acquired with the same 
protocol while the subject was still. Because of this 
intense motion, some slice images were found to be 
degraded by movement during the single shot it [7], 



Fig. 3: Results for Adult volunteer that deliberately moved during 
scanning 


All the slices that were not corrupted by in plane motion 
were accurately registered and used for reconstructing a 
1.0.1.0.1.4 mm volume, which is almost identical to the 
motion free image with doubled SNR as displayed in 
Figure 3. Thus even in this extreme case, the method is 
able to recover detailed artifact free images [9], 

> Figure 3 (a)-(c) are acquired MR transverse data 
viewed in Transverse, Coronal and Sagittal planes 
with 1.0 mm.1.0 mm in-plane resolution and 2.8 mm 
TH. 

> Figure 3 (d)-(f) are the corresponding views 
reconstructed to a 1.0.1.0.1.4 mm resolution image 
after registration. 

> Figure 3 (g)-(i) are the corresponding views of the 
same volunteer scanned with the same protocol but 
stayed still. Reduced coverage is realized because of 
limitation of scanning time. 

The reconstruction has successfully achieved 3D 
coherent volume with both high resolution and almost 
doubled SNR despite of totally motion corrupted input 
data [6], 

Alternative approaches focus on truncation of sampled 
data to decrease scanning time. Parallel imaging 
introduced by Sodickson and Manning51 in 1997 
(simultaneous acquisition of spatial harmonics) and 
Pruessmann et al52 in 1999 (sensitivity encoding) has 
revolutionized MR imaging by its ability to speed up data 
acquisition by using multiple receiver coils to obtain 
extraspatial information. This can reduce the number of 
phase-encode steps required to form an image and can 
be applied to most sequences. Scanning times can be 
reduced significantly on the basis of the operator-selected 
speed-up factor. Speed-up factors of 2 halve total 
scanning time, without the introduction of artifacts but with 
some reduction in SNR. However, dedicated phased 
array coils are required to implement parallel imaging 
techniques [11], 

Half-Fourier acquired single-shot turbo spin-echo, 
introduced by Margosian et al53 in 1986, is a single-shot 
technique combined with FSE, which measures only half 
the lines of k-space and makes use of the inherent 
theoretic symmetry of k-space to regenerate the other 
half, plus a few extra lines to correct imperfections. This 
method has been extensively applied in fetal brain 
imaging. There are similar techniques, such as partial 
(fractional) echo, in which a fraction of the generated echo 
is collected (the length of the readout is reduced) and the 
rest of the data is regenerated on the basis of echo 
symmetry. All the above-mentioned techniques manage 
to decrease total scanning time, often at a cost of image 
quality, and to minimize the likelihood of motion artifacts 
occurring during the scanning. However, they do not truly 
correct for motion; so motion artifacts will still appear and 
images will be affected in the event of patient motion 
during the shortened data acquisition. 
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C. Neonatal Results 

A general application of SVR can be found in pediatric 
MR scanning including both neonates, who may move 
during natural sleep or sedation and young children who 
have difficulty staying still during scanning. By prescribing 
the slices as overlapped in their native planes, there is full 
sampling even if the subject does not move. This method 
can correct motion for each 2D slice and then achieve 3D 
coherent imaging with 1mm isotropic resolution and 
almost doubled SNR [12], 



Fig. 4: Results for a neonate of 43 week GA who was unsettled in 
light sleep and moving during the scanning. 


We scanned at 3T with the top-bottom direction as the 
slice select direction [10], 

> Figure 4 (a) Shows one loop of ssTSE dynamic scan 
when the neonates is moving. 

> Figure 4 (b) Shows the reconstruction with 4 loops of 
ssTSE dynamic scan that achieved both coherent 
imaging and improved SNR. 

> Figure 4 (c) Show an acquisition with a TSE 
sequence with subject being still. Although the 
subject was sedated, some motion artifacts that make 
structures slightly in-consistent are still visible as 
highlighted in the rectangle regions (basal ganglia, 
cerebella, and frontal cortex) in Figure 4 (i). 

> The result compares well with the conventional multi¬ 
shot images acquired before the baby woke up. It is 
a high-fidelity reconstruction that is nearly identical 
when compared to actually required image when it 
was almost still (Figure 4, bottom row). 

Motion degrades magnetic resonance (MR) images 
and prevents acquisition of self-consistent and high- 
quality volume images. A novel methodology, Snapshot 
magnetic resonance imaging (MRI) with Volume 
Reconstruction (SVR) has been developed for imaging 
moving subjects at high resolution and high signal-to- 
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noise ratio (SNR). The method combines registered 2-D 
slices from sequential dynamic single-shot scans. The 
SVR approach requires that the anatomy in question is 
not changing shape or size and is moving at a rate that 
allows snapshot images to be acquired. After imaging the 
target volume repeatedly to guarantee sufficient sampling 
everywhere, a robust slice-to-volume registration method 
has been implemented that achieves alignment of each 
slice within 0.3 mm in the examples tested. Multilevel 
scattered interpolation has been used to obtain high- 
fidelity reconstruction with root-mean-square (rms) error 
that is less than the noise level in the images. The SVR 
method has been performed successfully for brain 
studies on subjects that cannot stay still, and in some 
cases were moving substantially during scanning. For 
example, awake neonates, deliberately moved adults 
and, especially, on fetuses, for which no conventional 
high-resolution 3-D method is currently available. Fine 
structure of the in-utero fetal brain is clearly revealed for 
the first time and substantial SNR improvement is realized 
by having many individually acquired slices contribute to 
each voxel in the reconstructed image [13]. 

The first contribution of this work concerns the use of 
a SR framework for HR 3D isotropic fetal brain MR image 
reconstruction. Contrary to previous works [4,5,6] where 
sparse interpolation frameworks were used, an 
observation model is introduced in this paper in order to 
truly take into account physics of MR image acquisition 
(point spread function, sub-sampling and noise). This 
model allows potentially to recover fine image details 
compared to interpolation based approaches. Visual 
analysis of the obtained results on real data are very 
encouraging. Such high resolution image reconstruction 
algorithm represents an important step towards analysis 
of fine scale anatomical details [14]. 

The second contribution of this paper is the study of 
the sufficient number of LR images based on simulations 
using the Brain web images. Considering a set of 
orthogonal stack of 2D slices with an anisotropic 
resolution of 1 x 1 * 3mm, the sufficient number of LR 
images is three in the case of noise free images. When 
adding Gaussian noise, the sufficient number of LR inputs 
is less than 9. Including an efficient denoising step in the 
overall image processing pipeline should lead to a 
significant decrease of the number of required LR images. 
As a consequence, further work is to investigate the 
building of such pipeline in order to reduce the fetal 
imaging time [15], 

Motion during data acquisition causes data to be 
inconsistent. The final MR image and the raw data, or k- 
space data, are related by the Fourier transform so that 
each pixel of the image is composed of a weighted sum 
of every k-space point and each k-space point contains a 
weighted sum of signals from every point in the region of 
the object being imaged; therefore, any inconsistency in 
k-space data sampling has the potential to affect every 
pixel in the resulting MR image.26,27 
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There are essentially 2 ways in which data 
inconsistencies due to motion may produce artifacts 24: 
1) intra-view (or within view) effects are caused by motion 
occurring between each RF pulse excitation and echo 
formation, and 2) inter-view (or view-to-view) effects are 
caused by motion occurring between the acquisition of 
successive phase-encoding steps. Interview effects result 
in phase errors due to the inconsistent location and signal 
intensity of the moving spins during phase-encoding, 
while intra-view effects result in phase incoherence 
among the moving spins at the time of echo formation. 
When intra-view effects take place, signal loss due to 
dephasing or spatial misregistration may occur. When 
inter-view effects occur and motion is periodic (such as 
with respiration), ghosting artifacts appear on MR images. 
Similarly, when inter-view effects are present and motion 
is random, image blurring degrades MR images. Both 
blurring and ghosting artifacts are mostly evident in the 
phase-encoding direction, irrespective of the actual 
direction of motion. This review will focus on inter-view 
motion effects. 

Both fetal and neonatal motion is unpredictable, 
characterized by unique patterns, perhaps the most 
extreme in the pediatric imaging spectrum. Artifacts from 
bulk head motion are destructive, may hamper diagnosis 
and timely intervention, and may require costly repeat 
scans. Although different methods of motion 
compensation are available for adults, there are no such 
techniques dedicated to neonates and fetuses. Adult- 
based motion-compensation strategies fail to provide 
satisfactory results unless adjusted to the characteristics 
and needs of this population. 

The effort to customize these techniques is triggered 
by the growing clinical interest in fetal and neonatal MR 
imaging and its increasing use as a biomarker and a 
surrogate outcome measure in clinical trials. Parallel 
imaging, along with prospective motion-correction 
techniques with fast navigator echoes and time-efficient 
reconstruction, seems to hold promise for advancing 
inter-view motion correction. Compensation for intra-view 
motion will also be vital to facilitate diffusion tensor 
imaging and functional MR imaging studies. Non- 
Cartesian k-space trajectories also show promising 
results, particularly because of the low spatial-frequency 
oversampling in k-space in the otherwise “SNR-starved” 
fetal and neonatal MR images. These efforts are backed 
by hardware improvements, such as high-field imaging, 
faster and stronger gradients, advancing coil design, and 
transmit coil technology. Additionally, the introduction of 
new mathematic theories, such as compressed sensing, 
may help improve the efficiency of advanced 
postprocessing methods and make them applicable in 
clinical practice. 

Motion compensation holds a very central role in 
neonatal and fetal MR imaging. Promising results rely on 
fine-tuning of the available methods to suit this population 
and often on using them in combination. 


V. Conclusion 

We have described a novel methodology, SVR, for 
imaging moving subject at high resolution and high SNR 
by combining registered 2D slices from sequential 
dynamic single-shot scans. The SVR method requires 
that the anatomy in question is not changing shape or size 
and is moving at a rate that allows snapshot images to be 
acquired. It has been performed successfully on 
neonates, adults and especially on fetuses, for which no 
conventional high resolution 3D method is currently 
available. Fine structure of the in-utero fetal brain is 
clearly revealed for the first time and substantial SNR 
improvement is realized by having many individually 
acquired slices contribute to each voxel in the 
reconstructed image. The price of the benefits offered by 
this technique is increased scan time to allow multiple 
loops to be acquired. The ability to acquire data with 
certainty that it will yield artifact free images allows a 
reduction in set up time and in repeated examinations that 
can in fact increase examination efficiency. For adult and 
pediatric subjects the method offers a capability to obtain 
high quality volume data even when the subject is unable 
to cooperate with the examination and may be moving by 
many millimeters or turning by many degrees during the 
acquisition period. Validation using both adult and 
neonate simulated data has been performed to verify that 
the results obtained are consistent with the known ground 
truth and the reconstruction is found to be faithful. 
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